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ABSTRACT 

The  project  described  in  this  paper  was  undertaken  during  the 
1956-57  academic  year  at  the  U.  S.  Naval  Postgraduate  School,  Monterey, 
California. 

The  purpose  of  this  project  was  to  redesign  and  make  operational 
a  thin  magnetic  lens  Beta-ray  spectrometer  which  could  be  used  to 
determine  the  beta  particle  spectrum  emitted  by  radioisotopes.   Since 
to  date,  data  concerning  the  theory,  operation,  construction,  calibra- 
tion and  uses  of  this  type  spectrometer  is  scattered  throughout  the 
scientific  literature,  an  attempt  is  also  made  to  assemble  selected 
essential  concepts  under  one  cover.   It  is  hoped  future  research  workers 
will  find  useful  this  information  and  equipment  when  adequate  radio- 
active sources  are  made  available  through  use  of  the  AGN-201  nuclear 
reactor  soon  to  be  in  operation  in  the  U.  S.  Naval  Postgraduate  Engineer- 
ing School. 

The  equipment  consists  of  the  spectrometer  with  accessory  detectors 
and  vacuum  system,  two  220  volt  DC  motor  generator  sets  and  electronic 
control  systems  to  regulate  current  to  the  spectrometer  magnet  coils. 

The  writers  wish  to  express  their  appreciation  to  Professor  Edmund 
Milne  for  his  advice  and  guidance;  to  Mr.  M.  K.  Andrews,  Chief  Opticalman 
R.  C.  Moeller,  U.  S.  Navy,  and  Mr.  K.  Smith  for  their  willing  coopera- 
tion and  skillful  assistance  when  aiding  in  construction  and  assembly  of 
this  equipment . 


ii 


TABLE  OF  CONTENTS 

Section  Title  Page 

1.  Introduction  1 

2.  Theory  of  Thin  Lens  Spectrometer  1 

3.  General  Description  of  Mechanical  Components  6 

4.  Electronics  System  15 

5.  AC  Power  Supply  System  20 

6.  Operating  Procedure  23 

7.  Alignment  and  Calibration  Procedure  27 

8.  Conclusion  30 
Bibliography  32 


iii 


LIST  OF  ILLUSTRATIONS 

Figure  Page 

1.  Spectrometer  Dimensions  7 

2.  Spectrometer  Assembly,  Side  View  9 

3.  Spectrometer  Assembly  Detector  End  10 

4.  Spectrometer  Assembly  Source  End  11 

5.  vacuum  System  13 

6.  Spectrometer  Coil  Connections  19 

7.  Spectrometer  Electronic  and  Central  Circuits  16 

8.  Lens  Coil-Current  Circuit  17 

9.  AC  Control  Panel  21 

10.  AC  Connections  Block  Diagram  22 

11.  Motor  Generator  Sets  24 

12.  Electronics  Panel  25 

13.  Electronics  Panel  (Power)  26 

14.  Coil-Current  Control  Panel  28 


iv 


LIST  OF  TABLES 

Table  Page 

1.    Coil  Data  12 


1. 

A 

2. 

ai 

3. 

a2 

4. 

B 

5. 

C 

6. 

f 

7. 

H 

8. 

I 

9. 

L 

10. 

X 

11. 

M 

12. 

mv 

13. 

N 

14. 

P 

15. 

r 

16. 

rl 

17. 

r2 

18. 

S 

19. 

T 

20. 

t 

21. 

u 

22. 

V 

23. 

V 

e 

24. 

W 

25. 

z 

26. 

* 

27. 

«\ 

28. 

y> 

TABLE  OF  SYMBOLS 

vector  potential  for  unit  magnetizing  current 

inner  coil  radius 

outer  coil  radius 

magnetic  flux  density 

velocity  of  light 

focal  length 

magnetic  field  strength 

coil  current 

luminosity 

distance  from  source  to  exit  window 

magnification 

electron  momentum  in  H   units 

number  of  coil  turns 

resilving  power 

radial  displacement 

internal  radius  of  entrance  slit 

external  radius  of  entrance  slit 

source  radius 

kinetic  energy 

coil  thickness 

distance  from  source  to  center  of  coil 

distance  from  detector  to  center  of  coil 

electron  velocity 

exit  window  radius 
axial  distance 
emission  angle 

spread 

radius  of  curvature 

vi 


1.  Introduction. 

An  electron  spectrometer  for  the  study  of  radiation  from  radio- 
active isotopes  and  particle  accelerators  was  redesigned  and  assembled 
from  equipment  and  drawings  obtained  from  the  U.  S.  Naval  Radiological 
Defense  Laboratory.   This  spectrometer  is  of  the  thin  magnetic  lens  type 
similar  in  principle  to  that  built  by  Deutsch  et  a_l  /6/ .   Its  principle 
of  operation  is  closely  analogous  to  that  of  an  optical  focal  isolation 
spectrometer  /3/  and  is  distinctly  different  from  the  helical  focusing 
of  a  long  solenoid  which  has  been  used  by  Tricker  /16/  and  by  Witcher  /18/. 
Electrons  of  one  particular  energy,  starting  from  the  source  are  focused 
by  the  field  of  the  lens  coil  on  a  Geiger  counter  window.   Electrons  of 
other  energies  will  be  focused  at  other  points  on  or  near  the  spectro- 
meter axis  and  will  strike  the  wall  of  the  chamber  or  baffles  provided 
for  this  purpose.   The  characteristics  of  the  short  lens  magnetic  spectro- 
meter compare  with  those  of  the  conventional  180  degree  type  somewhat  like 
the  performance  of  the  optical  focal  isolation  spectrometer  differs  from 
the  conventional  prism  instrument.   This  means  that  the  short  lens  is 
primarily  a  high  intensity  rather  than  extreme  resolution  instrument. 
However,  in  most  studies  of  radioactive  radiations,  the  practical  resolu- 
tion is  limited  by  factors  other  than  ultimate  possible  resolving  power 
of  the  spectrometer.   Thus  the  thin  lens  spectrometer  permits  the  attain- 
ment of  better  over-all  performance  particularly  in  the  type  of  measure- 
ment required  in  the  study  of  radioactive  disintergration  schemes. 

2.  Theory  of  Thin  Lens  Spectrometer. 

a.   Focal  length  of  a  Magnetic  Lens  Spectrometer. 

The  focal  length  of  an  electron  lens  is  given  by  /13/ 


4(H/»)2 


f  ■  Ti (1) 

Jri    (x)dx 
or  for  a  given  coil 

f  ■  #  <2) 

where 

f  =  focal  length  in  centimeters. 

H^=  gauss-centimeters  measuring  the  momentum  of  the  focused  electrons 

H(x)  =  the  magnetic  field  strength  along  the  axis  of  the  coil. 

C  =  constant  for  a  given  coil. 

I  =  coil  current  measured  in  amperes, 
f  the  focal  length  is  also  related  to  the  source  distance  and  image 
distance  by  the  thin  lens  formula  /6/ . 

where  u  =  source  to  coil  center  distance. 

v  =  detector  to  coil  center  distance. 

This  formulation  involves  some  approximation,  however  it  is  suf- 
ficient for  most  design  features  and  applications.   The  spectrometer 
under  consideration  employs  values  where 

u  =  v  =  50  cm  hence  giving  a  value  of  f_  =  25  cm. 

b.   Magnetic  Field  of  the  Coil. 

For  a  coil  of  rectangular  cross-section  of  axial  length  it,  inner  and 
outer  radii  a1  and  a.,  and  N  turns,  the  axial  field  per  ampere  of  mag- 
netizing current  is  given  by  /9/: 


H0(Z)=2  KIT  /B  (a  )  -B  (a  )7 

I    10+  (a2-a1)     *" 

p   in  [a£   /"a2*  (Z+t)y 


(4) 
where  B  (A)  =  (Z+t] 
2 


-(Z-t)  in  a+  /a2  +  (Z-t)2/  1/2  (5) 

2  2 

using  values  of 

a1  =  10.17  era 

a   =  27.30  era 

t   =  15.88  cm 

N  =  7956,  the  value  of  the  magnetic  field  at  the  midpoint  of 

the  axis  of  the  U.S.N. P. S.  coil,  i.e.,  at  Z  the  axial  distance  equal  to 

50  cm  is  14.7  gauss  per  ampere.   With  a  current  of  9.0  to  9.5  amperes, 

the  magnetic  field  at  the  center  of  the  coil  would  approximate  135-140 

gauss  /15/. 

In  using  the  above  values  of  a.  and  a?,  it  is  recognized  that  the 
above  equation  only  approximates  the  true  field  intensity.   The  winding 
is  interrupted  four  times  by  the  cooling  coils  and  the  layer  of  metal 
forming  the  spindle  of  each  succeeding  spool.   The  effect  of  these  coils 
and  spindles  is  to  make  the  field  at  the  center  of  the  lens  stronger  than 
the  value  calculated  above,  and  to  reduce  the  field  below  the  calculated 
value  at  distances  greater  than  about  15  cm  from  the  center  /7/.   The 
exact  profile  of  the  magnetic  field  may  be  obtained  experimentally  by 
the  use  of  a  gaussmeter.   This  determination  should  be  made  a  part  of  the 
over-all  instrument  calibration. 

c.   Trajectories  of  Electrons  in  a  Thin  Lens  Magnetic  Field. 

In  beta-ray  spectroscopy  it  has  been  found  convenient  to  express 
the  momentum  of  an  electron  by  means  of  its  HP  value,  where  H  is  the 
intensity  of  the  magnetic  field  and  p_   is  the  radius  curvature,  which 
is  inversely  proportional  to  the  axial  magnetic  field  strength  /8/.   The 
use  of  momentum  coordinates  instead  of  energy  coordinates  in  beta-ray 
spectroscopy  is  partly  due  to  the  simple  fact  that  it  is  the  momentum 
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of  the  focused  electrons  and  not  the  energy  which  is  proportional  to  the 
magnetic  field  of  the  spectrometer  or  to  the  current. 

A  single  equation  for  an  electron  trajectory  can  be  derived  from 
the  equations  of  motion  for  an  electron  in  a  cylindrically  symmetric 
magnetic  field  with  no  azimuthal  component  /l,  2,  5/.   The  magnetic  field 
is  described  by  a  vector  potential  which  is  always  in  an  azimuthal  direc- 
tion.  Time  and  the  azimuthal  variable  can  be  eliminated  by  means  of 
the  two  motion  constants,  energy  and  angular  momentum.   Since  we  consider 
only  the  case  of  a  point  source,  every  particle  starts  from  the  axis, 
hence  the  angular  momentum  is  zero,  and  the  resulting  equation  for  the 
trajectory  /16/,  or  radial  displacement  of  r  as  a  function  of  axial  dis- 
placement Z,  is: 

r"(m^2-A2)/  (l  +  ir1)2]   -  r1  A(  ^A/^z)+A(^A/Jr)  =  0,     (6) 
where  A  is  the  vector  potential  per  unit  magnetizing  current,  and  my  is 
the  electron  momentum  in  HP  units,  also  divided  by  the  magnetizing 
current.   Primes  indicate  differentiation  with  respect  to  z. 

The  magnetic  field  H0  is  calculated  along  the  axis  according  to 
equation  (4)  given  in  sub-paragraph   (b)  above.   Using  H0  so  calculated, 
the  vector  potential  at  any  point  (r,z)  is  calculated  /4/  by  the  expansion: 

A(r,z)  B  I  H  (z)  L  (3      )2  H0(z)  +  *   (j))\0{z)  (7) 

1  16    £>  z  384  dz 

+ +   (-1)     ,r  )2»+l  2   >2*  (z)     

Since  the  true  magnetic  field  of  the  coil  of  the  spectrometer  is  not 
yet  known,  the  value  of  A  cannot  be  calculated  at  this  time.   The  value 
of  A  has  been  calculated  by  J.  M.  Keller,  et  a_l  /12/,  for  the  thin  lens 
spectrometer  at  Iowa  State  using  the  first  three  terms  on  this  expansion, 
resulting  in  trajectories  for  electrons  of  a  given  momentum  as  shown  in 
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Fig.  3  of  the  above  reference.   Due  to  the  close  similarity  of  the  geo- 
metry of  the  Iowa  State  and  U.S.N.P.S.  spectrometers  it  would  appear 
that  the  trajectory  curves  could  be  adapted  to  the  U.S.N.P.S.  spectro- 
meter without  the  introduction  of  serious  errors. 

d.   Magnification  and  Resolving  Power. 

Chromatic  and  spherical  aberration  for  beta-ray  spectrometers  have 
been  treated  extensively  and  the  results  published  /17/.   Since  the  source 
and  image  are  small  compared  to  the  focal  length,  errors  introduced  by 
neglecting  spherical  and  chromatic  aberrations  are  smaller  than  those 
due  to  small  errors  in  alignment  and  to  stray  magnetic  fields  /13/.   Ef- 
fects of  spherical  and  chromatic  aberrations  will  be  neglected  in  further 
calculations . 

Let  11^   be  the  distance  from  the  source  to  the  symmetry  plane  of  the 
lens,  and  J£^  be  the  distance  from  source  to  exit  window.   Then  the  mag- 
nification of  the  lens  M  ■  {Si  -  up/   .   Let  j>  be  the  source  radius,  W 
the  exit  window  radius,  r.  and  r~  the  internal  and  external  radii  of  the 
entrance  slit,  neglecting  spherical  aberration,  the  highest  peak-inten- 
sity for  a  given  resolving  power  occurs  when  r./r.«~|j~2~  and  the  window  is 
as  large  as  the  source  image,  i.e.,  when  W  =  MS.  At  highest  peak-inten- 
sity the  base  spread  *\0    is  given  by 

r\0  -  2.42  _M_  (  S  } 

M+l    r2;  (8> 


and  the  luminosity  L  by 

\l%  2  Or  L  =  0.092   (M+l)4/r2  )t[ 

[9) 


L  *  0.54(M+1)2  S2r^/i  2  Or  L  =  0.092 


'J%  Or  L  =  0.092   (M+l)    /r2  )r\ 

M2        V1*        (! 


If  we  substitute   in   these  formulas,    the  average  emission  angle 
o^   ■  r2fo         (assumed<<  1),   we  get 

K\.=3.3«A-2<l/2  V/2  (10) 


For  a  giveno£,  it  is  then  apparent  that  the  magnification  M  must  be  made 
as  small  as  conveniently  possible  if  the  base  spread  is  to  be  minimized. 
However,  if  the  activity  of  the  available  source  is  great  enough  so  that 
a  loss  of  luminosity  is  no  objection,  Persico  and  Geoffrion  recommend 
making  M  -  1,  since  this  symmetrical  arrangement  minimizes  some  of  the 
causes  of  spread,  such  as  inaccuracy  of  alignment,  aberrations,  and 
stray  magnetic  fields  /9/ .   It  will  be  noted  from  Fig.  1  that  the  magnifi- 
cation of  M  of  the  spectrometer  is  M=l. 

In  order  to  calculate  the  theoretical  resolving  power  one  must  know 
the  spherical  aberration  of  the  system.   This  can  be  found  by  ray-tracing, 
either  by  mathematical  means  if  the  field  distribution  is  known,  or 
experimentally;  the  latter  method  yields  more  accurate  results  /14/. 

Neglecting  spherical  aberrations;  in  order  to  get  an  estimate  of 
the  resolving  power  P,  the  base  spread  h    from  geometric  considerations 

alone  may  be  found  to  be 

ft         MS+W 

X  =  (MH)  2rx  (11) 

For  a  magnification  M=l 

t'lSt  <12> 

By  definition  the  resolving  power 
P=l,   Or  P=  4r 

~A        its  <13> 

For  the  U.S.N.P.S.  spectrometer,  r  =5.2  cm,  r2=7,7  cm.   It  is  estimated 

that  S=0.2  cm  and  W=0.6  cm,  from  which  the  base  spread  h 0  =  0.0314,  the 

2 
luminosity  L=0. 000512  cm  and  the  resolving  power  P=26.0. 

3.   General  Description  of  Mechanical  Components. 

a.   Spectrometer  Assembly. 
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Fig.  1 
SPECTROMETER  DIMENSIONS 


The  spectrometer  assembly  is  shown  in  Figs.  1,  2,  3,  and  4.  It 
consists  of  the  following  units  which  are  mounted  on  a  castored  table  so 
that  the  spectrometer  tube  may  be  aligned  with  the  earth's  magnetic  field. 

(1)  Water  cooled  magnet  coil. 

The  magnetic  coil  consists  of  a  set  of  five  concentric 
brass  spools  wound  with  No.  14  copper  wire.   To  provide 
adequate  cooling  0.25  inch  O.D.  copper  tubing  was  incorporated 
as  the  outer  layer  of  each  spool.   Coil  data  and  winding 
connections  are  shown  in  Table  1  and  Fig.  5. 
The  individual  cooling  coils  are  connected  to  a  common  mani- 
fold and  thence  to  a  cold  water  supply.   The  cooling  water 
to  any  individual  spool  may  be  regulated  by  adjustment  at 
the  manifold,  thereby  eliminating  local  hot  spots  and  pos- 
sible insulation  breakdown.   By  use  of  water  cooling  the 
current-carrying  capacity  of  the  magnet  coils  has  been 
materially  increased. 

(2)  Spectrometer  tube. 

This  tube  is  a  0.25  inch  thick  cylindrical  aluminum  casting 
9"  I.D.  x  50"  long.   It  is  made  vacuum  tight  at  each  end 
by  the  use  of  end  plates  provided  with  0-rings  for  seals. 
The  detector  assembly  and  source  tube  are  inserted  at  op- 
posite ends  through  these  end  plates.   Connected  to  the 
source  end-plate  is  a  vacuum  tight  gate  valve  allowing  for 
withdrawal  and  insertion  of  source  holder  without  loss  of 
vacuum. 

Located  internally  are  lucite  annular  rings  which  serve  as 
focusing  slits  and  absorbers  of  non-focused  particles.   Equi- 
distant from  the  source  and  detector  on  the  central  axis  of 
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SPECTROMETER  ASSEMBLY  SIDE  VIEW 


Fig.  2 
9 


Fig.    3 
VACUUM   SYSTEM 
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Fig.    4 
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TABLE  I 
DATA  FOR  NEW  COIL 


ITEM 

SPOOL 
A 

SPOOL 
B 

SPOOL 
C 

SPOOL 
D 

SPOOL 
E 

TOTAL 

1. 

Number  of  layers  of 
winding 

22 

18 

16 

12 

14 

82 

2. 

Average  number  of 
turns  per  layer* 

97 

95 

97 

99 

98 

3. 

Total  number  of 
turns  on  spool 
(Item  1  x  item  2) 

2134 

1710 

1552 

1188 

1372 

7956 

4. 

Measured  resistance 
(ohms) 

15.5 

17.5 

19.5 

17.5 

24.0 

94.0 

5. 

Length  of  wire  (ft) 
(item  4  x  1000/2.58)** 

6010 

6790 

7560 

6790 

9300 

36,450 

6. 

Inside  diameter  of 
spool  (Inches) 

7.750 

11.155 

14.300 

17.250 

19.750 

7.750 

7. 

Inside  diameter  of 
winding  (inches) 

8.000 

11.400 

14.550 

17.500 

20.000 

8.000 

8. 

Outside  diameter  of 
spool  (inches) 

11.140 

14.285 

17.235 

19.735 

22.250 

22.250 

*Based  on  actual  count  of  several  random  layers. 

**Based  on  nominal  resistance  for  #14  wire  of  2.58  ohms/1000  ft  at  25°  C. 
Note:   Nominal  weight  of  #14  wire  is  12.4  lb/1000  ft. 
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the  tube  is  a  lead  pig  which  in  conjunction  with  the  lucite 
rings  forms  the  focusing  slit. 

At  the  detector  end  an  externally  adjustable  aluminum 
baffle  provides  a  means  by  which  the  resolution  can  be 
varied.   An  outlet  to  the  diffusion  pump  side  of  the  vacuum 
system  is  provided  at  the  source  end  as  shown  in  Fig.  2. 

(3)  Detector  Assembly. 

The  detector  consists  of  an  end  window  Geiger-Meuller  tube 
housed  in  a  brass  holder  that  is  vacuum  tight.   It  is  in* 
serted  into  the  spectrometer  tube  through  the  end  plate. 
There  are  available  the  necessary  parts  to  construct  a 
scintillation  type  detector,  but  sufficient  time  was  not 
available  to  the  authors  for  construction  of  this  assembly. 

(4)  Source  Tube  Assembly. 

This  is  a  solid  brass  rod  with  a  source  holder  attached. 
This  holder  will  accommodate  sources  mounted  in  various 
ways  such  as  planchets,  needles  or  small  vials.   It  is  in- 
serted into  the  spectrometer  through  the  vacuum  gate  valve 
attached  to  the  end  plate. 

(5)  Vacuum  System.  (Fig. 5) 

With  this  system  a  pressure  of  about  1x10   ram  Hg  is  attain- 
able when  liquid  nitrogen  is  used  in  the  cold  trap.   This 
pressure  allows  direct  connection  to  the  Van  de  Graaff 

accelerator  by  the  use  of  proper  adaptors  which  are  not 

-2 
presently  available.   For  most  purposes  a  pressure  of  10  "mm 

of  Hg,  attainable  with  the  fore  pump  alone,  is  quite  adequate 

1 101. 
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(6)   Cooling  tank  for  one-ohm  500-watt  precision  resistor. 

This  is  a  galvanized  sheet  metal  tank  containing  12  gallons 
of  transformer  oil.   It  is  used  to  cool  a  one-ohm,  500-watt 
precision  resistor  used  in  the  magnet-coil  current-control 
circuit.   The  oil  is  in  turn  cooled  by  use  of  a  standard 
refrigeration  condenser  coil  through  which  is  circulated 
discharge  water  from  the  magnet  and  diffusion  pump  cooling 
coils.   The  wooden  tank  cover  is  used  as  a  mounting  board 
for  various  electrical  terminal  connections  as  shown  in  Fig.  4. 
4.   Electronics  System. 

The  spectrometer  electronic  and  control  circuits  are  shown  in 
Fig.  7.   They  can  be  divided  into  the  following;  Lens  coil  current  system, 
Earth's  magnetic  field  canceling  system,  Detector  system  and  Vacuum  measur- 
ing system. 

a.   Lens  coil  current  system. 

The  block  diagram  of  the  lens  coil  current  system  is  shown  in 
Fig.  8.   The  coil  current  supply  consists  of  two  220  volt  DC  8.7  amperes 
2.0  kw.  motor  generator  sets  connected  in  series.   The  current  output  of 
these  generators  is  controlled  through  the  motor  generator  fields.   The 
current  for  these  fields  is  the  plate  output  of  a  power  amplifier  con- 
sisting of  32  type  807  tubes  connected  in  parallel.   Regulation  of  the 
generator  output  is  attained  by  causing  the  output  current  to  control  the 
grids  of  the  807's  as  explained  below. 

To  achieve  regulation  a  signal  is  picked  off  across  a  150  rav  shunt 
(mounted  on  cooling  tank  cover)  in  series  with  a  one-ohm  500-watt  resistor 
immersed  in  the  cooling  tank.  Although  this  is  supposedly  a  zero  tempera- 
ture coefficient  resistor,  it  is  cooled  in  an  effort  to  maintain  the  resist- 
ance as  constant  as  possible.   This  signal  is  fed  to  the  voltage  reference 
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Fig.    8 


u 

a 

,3 

y 

9 

CQ 

h 

4)           vm 

"  1 

M 

(V                                   U 

4) 

U    41                   fl       4) 

*J 

e  oo      t»     o    1* 

§ 

c   <y 

M 

6  *       a     m    iw 

o  i 

g-S 

M    4J             tfl         JJ        -H 

Vi 

u  o 

CU    — 1                       fl       fl 

60 

•H   -H 

0    u 

«m  o              o     a 

■H 

43    4J 

3  ° 

i 

M     O 

4     O 

O 

Cd    41 

4J 

0) 

Jrf 

o 

u 

0. 

0 

CQ 

4J 

^j 

9 

U 

In 

•H 

u 

4J 

a 

5 

u 

9 

u 

CO                                                   «J 

l-l 

01                           J    cd                      3   *J       >  « 

fl 
o 

eo 

°  ?              o  §     B  § 

1 

M 

0 

-t  o                or    ox 
o                 »-•  «*>     m  w 

CO 

4J 

•^ 

S 

(0 

3 

W 
4> 

a 

0) 

• 

\                                                                            9 

« 

V 

i 

u 
o 

SO 

1 

^        r* 

»                (0     CQ              X 

1  1 

O           V               4>   73               « 

S                                    "H    r-( 

U    4) 

-" — --^v           4)    -H                       .-■ ~~  \ 

/"                A.       w  ta                •                     A. 

J 

\^-rt*\J 

\ 

nST\7STT^ 

'I 

; 

UUUU 

^ — -^ 

-G  Fields 
Lens  Coil 

r 

17 


and  control  amplifier  whose  voltage  output  is  connected  to  the  grids  of 
the  807 's.   The  static  output  of  the  voltage  reference  and  control  ampli- 
fier can  be  varied  by  adjustment  of  a  helical  potentiometer  located  on  the 
front  panel  of  the  instrument. 

By  use  of  this  potentiometer  the  coil  current  can  be  varied  from 
1.5  to  14.5  amperes  with  the  lens  coils  connected  as  shown  in  Fig.  6. 
These  values  may  be  changed  by  altering  the  total  resistance  of  the  lens 
coil,  which  can  be  accomplished  by  varying  the  series-parallel  arrangement 
of  the  individual  coils.   Zero  coil  current  is  not  attainable  due  to  re- 
sidual magnetism  in  the  field  coils  of  the  motor-generator  sets. 

Also  used  in  the  regulation  is  a  bucker  whose  output  is  connected 
to  the  power  amplifier  and  motor  generator  fields.   This  bucker,  as 
its'  name  connotes,  opposes  changes  in  the  power  amplifier  output  and  pre- 
vents hunting. 

Coil  current  is  measured  through  the  use  of  a  Rubicon  potentiometer 
connected  across  a  100  mv  shunt  in  the  lens  coil  curcuit.   This  affords 
a  very  accurate  means  of  calibration  and  setting  of  coil  currents  when  the 
spectrometer  is  used  for  measurements  on  unknowns.   The  actual  percentage 
current  fluctuations  were  not  obtained,  but  should  be  made  part  of  the 
alignment  and  calibration  of  the  instrument.   It  was  however  noted,  in 
the  work  done  in  making  the  instrument  operable,  that  the  coil  current 
measured  by  a  Rubicon  potentiometer  was  very  stable. 

A  recorder  is  also  used  to  record  fluctuations  of  coil  current  by 
recording  the  potential  drop  across  a  100  rav  shunt  located  in  the  lens 
coil  circuit.   By  means  of  this  recorder  current  fluctuations  can  be 
correlated  to  count  rate  fluctuations. 

b.   System  for  canceling  earth's  magnetic  field. 
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Fig.   6 


This  is  a  variable  DC  voltage  supply  connected  to  two  Helmholtz- 
coils  located  above  and  below  the  lens  coil  as  shown  in  Fig.  2.   These 
coils  oppose  the  vertical  component  of  the  earth's  magnetic  field.   Can- 
cellation is  accomplished  by  varying  the  current  in  the  coils  and  balanc- 
ing a  dip  needle  to  zero  deflection.   The  effects  of  the  horizontal  com- 
ponent of  the  earth's  magnetic  field  are  compensated  for  by  aligning  the 
axis  of  the  spectrometer  in  the  direction  of  this  component. 

c.  Detector  system. 

For  detection  of  focused  particles,  either  an  end-window  Geiger- 
Meuller  tube  or  a  scintillation  counter  may  be  used.  The  output  of  the 
detector  is  fed  into  a  scaler  and  count  rate  meter.   For  permanent  records 
and  correlation  with  current  fluctuations  a  recorder  is  attached  to  the 
count  rate  meter. 

d.  System  for  measuring  vacuum. 

This  consists  of  a  VG-1A  ion  tube  connected  to  the  high  vacuum 
side  of  the  diffusion  pump  and  is  used  for  accurate  evaluation  of  the 
system  pressure.   The  pressure  in  mm  of  Hg  can  be  obtained  using  any 
standard  ion  gauge  which  is  adaptable  to  use  with  a  VG-1A  tube. 

Inserted  in  the  line  between  the  forepump  and  diffusion  pump  is  a 
pirani  tube  for  rough  measurements  and  determining  safe  pressure  at  which 
to  start  up  diffusion  pump.   This  vacuum  can  be  read  by  connecting  the 
pirani  tube  to  any  pirani  gauge. 
5.   AC  Power  Supply  System. 

Alternating  current  at  117  volts  is  supplied  from  standard  circuit 
breaker  protected  laboratory  outlets  to  the  electronic  components  through 
relays  controlled  by  start  stop  buttons  on  the  control  panel  as   shown 
in  Fig.  9.  AC  connections  block  diagram  is  shown  in  Fig.  10. 

20 


AC   CONTROL   PANEL 


,s 


s 


I- tm 


d 


3 


© 


is 


i 


*■] 


•o  y 


•o 


#o 


o 


Fig.    10 


u      >% 

V      *-< 

^     a 

o     a 

9       3 

cq     w 

t 

1   ^ 

L 

m 

rf 

22 


6.   Operating  Procedure. 

The  operational  procedure  is  in  itself  quite  simple  and  easily 
mastered.   Even  though  the  acquisition  of  a  thorough  knowledge  of  the 
exact  operation  of  the  individual  electronic  components  would  be  desir- 
able it  is  not  necessary.   The  spectrometer  was  so  designed  as  to  make 
it  available  for  usage  by  a  maximum  number  of  research  workers  without 
time-consuming  prior  training. 

The  operating  procedure  may  be  divided  into  two  major  steps:   Start- 
up procedure  and  Coil-current  control. 

a.   Start-up  procedure. 

All  starting  controls  except  the  motor  generator  start  and 
reference  voltage  and  control  amplifier  on-off  are  located  on  main  con- 
trol panel  as  shown  in  Fig.  9.   The  on-off  switch  for  the  voltage  reference 
and  control  amplifier  is  located  on  that  chassis.   However  it  is  generally 
left  in  the  on  position  as  AC  power  to  this  unit  is  controlled  through 
the  main  power  relays  R  and  R?  (Fig.  10). 

The  motor-generators  are  started  through  individual  starters  located 
adjacent  to  the  motor-generator  sets  (Fig.  11).   These  starters  will  not 
operate  unless  the  motor-generator  control  relay  on  the  main  control 
panel  is  closed.   The  motor-generators  can  be  stopped  from  the  main  con- 
trol panel  by  opening  the  master  relay  or  motor  generator  control  relay 
both  of  which  are  located  on  the  main  control  panel. 

All  other  AC  controls  are  clearly  marked  and  self-explanatory.   Power 
cannot  be  applied  to  bucker  (Fig.  12)  until  the  one  minute  time  delay 
relay  in  the  power  amplifier  supply  closes  (Fig.  13).   This  time  delay 
relay  allows  sufficient  time  for  warmup  of  the  mercury  vapor  rectifier 
filaments  before  applying  plate  voltage  from  AC  line  or  inadvertently 
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Fig.    12 
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Fig.    13 
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through  the  bucker  since  the  two  units  are  interconnected. 

b.   Coil  current  control. 

Lens  coil  current  is  controlled  by  two  potentiometers  for  coarse 
and  fine  control  located  on  the  front  panel  of  the  voltage  reference 
and  control  amplifier.  (Fig.  14). 

Coil  current  is  measured  by  the  potential  drop  across  a  100  mv 
shunt  through  the  use  of  a  Rubicon  potentiometer. 

Care  must  be  taken  in  the  operation  of  the  spectrometer  to  assure 
that  distances  u  and  v  as  shown  in  Fig.  1  are  accurately  duplicated  with 
those  used  in  the  calibration  of  the  spectrometer. 
7.   Allignment  and  Calibration  Procedure. 

a.  Alignment  of  axes. 

In  order  to  insure  that  the  axes  of  the  various  baffles  coin- 
cide in  direction  and  in  position  with  the  symmetry  axis  of  the  magnetic 
field,  in  short  lens  spectrometers  the  baffles,  the  source  and  the 
counter  are  rigidly  fixed  to  the  walls  of  the  vacuum  chamber.   To  get 
proper  alignment  this  entire  rigid  unit  can  be  displaced  slightly  with 
respect  to  the  coil  by  means  of  leveling  screws.   (Fig.  2).   This  adjust- 
ment is  very  critical  and  can  be  made  by  trial  and  error,  or  by  a  method 
described  by  N.  F.  Verster  /17/.   The  authors  achieved  some  success  in 
alignment  by  the  trial  and  error  method,  hower,  the  source  used  was  not 
of  the  proper  size  or  type.   It  is  recommended  that  an  alignment  check 
be  made  with  the  proper  type  source  before  calibration  is  attempted. 

b.  Adjustment  of  focal  length. 

The  counter  window  and  source  must  be  accurately  positioned 
50  cm  from  the  lens  coil  center.   An  acme  nut  and  spacer  ring  allow  for 
adjustment  of  the  counter  window  to  obtain  optimum  focusing. 
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•       The  source  positioning  is  accomplished  by  use  of  the  locking  collar 
on  the  source  tube.   This  positioning  should  be  checked  for  each  indi- 
vidual source  inserted  since  source  thickness  and  geometry  will  effect 
the  focal  length. 

c.   Calibration. 

There  are  two  basic  methods  by  which  the  instrument  may  be 
calibrated;  analytical  and  experimental. 

(1)  The  analytical  method. 

The  analytical  method  involves  the  calculation  of  the  field 
strength  at  various  currents  by  means  of  formulas  4  and  5. 
From  these  values  of  H  and  the  spectrometer  dimensions,  the 
energy  of  focused  beta  particles  may  be  computed.   The 
exact  procedure  will  not  be  completely  outlined  here  as  this 
procedure  is  not  recommended  due  to  its  complexity  and 
inherent  inaccuracies  in  the  computation  of  field  strength 
as  indicated  in  formula  4. 

(2)  The  experimental  method. 

Experimentally  calibration  may  be  accomplished  through  the 
use  of  an  isotope  producing  monoenergetic  betas  with  a 

known  H P   value.   Such  a  source  is  thorium  (B+C)  which  con- 

212       212 
sists  of  the  isotopes  Pb    and  Bi    .   The  internal  transi- 
tion electrons  from  this  source  produces  HP  values  of 
1385  and  1750  gauss  cm. 
Since  the  spectrometer  lens  coil  contains  no  iron,  the  field  H,  is 
proportional  to  the  current  I.   Hence  for  a  given  source-detector  arrange- 
ment we  may  write  /10/ 

Hj>  =  kl  (14) 

where  k  can  be  determined  through  the  use  of  the  isotope  mentioned  above. 
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Determination  of  current  by  use  of  Th(B+C)  gives  a  complete  calibration 
curve  for  the  instrument. 

In  the  spectrometer  the  absolute  value  of  current  is  of  academic 
interest  only  since  beta  energies  are  determined  by  the  value  of  H^_,  as 
determined  from  the  calibration  curve  which  can  be  plotted  as  a  function 
of  voltage  drop  rather  than  current  since  E=1R.   Therefore 

H^=k|  (15) 

where  E  is  voltage  drop  measured  by  the  Rubicon  potentiometer  and  R  is 
the  resistance  of  the  100  mv  shunt.   Since  R  is  a  constant,  H./3  is  de- 
termined when  E  is  determined. 

Once  the  H>°  vs.  voltage  calibration  curve  has  been  determined  for 
this  instrument,  it  can  be  used  for  beta  spectrum  studies  where  the  beta 
particle  velocities  v   are  determined  by  /ll/. 

~*  v       v2  "  1/2 
HJ*  =  1704.5  _e  (1-   e)  (16) 

c       c 

and  knowing  these  velocities  the  kinetic  energy  is  determined  by 
T  =  0.511 


[r  vi"//»  ""*  I 


(17) 

The  energy  can  be  determined  from  H«P  by  combination  of  these  two  for- 
mulas or  construction  of  a  curve  of  H^  vs.  T.   The  necessary  values  of 
H„P  and  T  for  such  a  plot  may  be  found  on  page  287  of  reference  /ll/. 
8.   Conclusion. 

No  actual  experimental  results  were  obtained  due  to  lack  of  time 
and  the  proper  calibration  sources.   The  construction  of  the  spectrometer 
is  completed.   It  is  in  an  operating  condition.   Only  calibration  with  an 
appropriate  source  is  needed  to  make  this  instrument  a  valuable  laboratory 
tool  at  the  U.  S.  Naval  Postgraduate  School. 
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GLOSSARY  OF  TERMS 

Half -maximum  width  (Zip*):   The  width  of  the  line  profile  at  half- 
maximum  ordinate. 
Spread  (/?  ) :   The  relative  half-maximum  width: 

/?   =   ^p*/p*/  =  -dp/p. 
The  spread  is  usually  expressed  in  percent  and  is  called  by  different 
authors:   "irresolution",  "spread",  "inverse  momentum  resolution",  "half- 
intensity  width." 
Resolving  Power  (P):   The  inverse  of  the  spread: 

P  =  l/fy     P*/4  P*  *  P/4  P- 
This  definition  conforms  to  current  usage  in  optics. 

Base  width  (A°P*):  The  width  of  the  line  profile  at  zero  ordinate.   Also 
called:   "total  width." 

Base  spread  (./?»)'•    h   e  =  4  0p*/p*  =4<>p/p. 
Base  resolving  power  (PQ):   PQ  -   Hh  o   =  P*/A   oP*  =  pM  °P- 

Luminosity  (L):   The  gathering  power  multiplied  by  the  source  area: 
L  =  Ui(T  .      In  a  spectrometer,  it  is  equal  to  the  maximum  intensity  ob- 
tainable, with  an  exit  slit  wide  open,  with  a  source  of  unit  specific 
activity  (and  of  the  given  area).   It  measures  therefore  the  ability  of 

the  instrument  to  deal  with  sources  of  very  low  specific  activity.   It 

2 
will  be  expressed  in  cm  . 

Electron  momentum:   In  all  formulas  above,  concerned  with  the  magnetic 

deflection  of  electrons  the  momentum  appears  divided  by  the  electron 

charge.   This  ratio  will  be  denoted  by  p*:   p*  =  p/e  . 
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